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Technical Specifications for Adult Airway Management Trainer 
chould be an Adult upper torso with Tongue and teeth 

It should be able to teach following Intubation Procedures 
Tracheal (oral and nasal) 

Pharyngeal (oral and nasal) 

Esophageal 

The Airway Management Trainer shall be an airway training manikin mounted on practice board. 

It must be able to provide realistic and complete training in all intubation procedures tracheal-oral 

and nasal and the use of the Laryngeal Mask Airway and Combitube. 

It should provide realistic anatomy, nostrils. Lips, teeth, tongue, pharynx-oral and nasal, larynx with 

glottis opening, vallecula, arytenoids, vocal cords, sub glottis cricoid ring, trachea, including carina 

lungs, esophagus and stomach. 

It must provide realistic head positioning. Neck flexion, extension and rotation, head lift and jaw 

movability. 
It should be able to provide realistic complications as, laryngospasm, vomiting, and with excessive 

laryngosCope pressure on teeth will produce and audio signal. 

It should be able to provide realistic checking for proper tube placement with visual inspection of 

lung expansion during ventilation, and auscultation of breathing sounds. 

It should be able to establish and maintain an open airway by head tilt, chin lift, neck lift and jaw 

thrust. 
It should permit realistic practice in lung ventilation, also with the use of Bag Mask Ventilation. 

It should be supplied with separate model for demonstration airway anatomy. 

It must be able to provide the possibilities for practical training in clearing the obstructed airway by 

Suctioning liquid foreign matter from, oral cavity, oro- or naso pharynx, oro- or naso trachea, via 

endotracheal tube. Gastric drainage may also be practiced. 

It should be supplied witha sturdy carrying case, directions for use, sanitation kit, lubrication spray 

and a container of simulated stomach contents. 

Demonstration at Office. 

1Manufacturer must conform to the International Quality Certification i.e. ISO /CE must be provided. 
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